
AN/VDR-2 Radiac Set . . .

unsure if the
mwo has been done
to your an/vdr-2?

here's how to
tell!

Now we
can tell if

we have the

chip.

i must
have--i feel so

chipper!

1. Make sure batteries are installed.
2. With power off, simultaneously

hold down the CLR/TST, DOSE
PER HR, and ACCUM DOSE
buttons.

3. Turn on the power with the
buttons still held down. All
LEDs should illuminate.

4. Release the three buttons and press CLR/TST. You should see 01.
5. Press CLR/TST again. You should see 31.
6. Press CLR/TST again. You should see 94.

A date other than 01 31 94 indicates the MWO hasn’t been done. Your TMDE
will have to perform the MWO and calibrate the radiac set.

MWO 11-6665-251-40-1 added an electronic chip to the AN/VDR-2 radiac
set that made it easier to set the attenuation factors and store accumulated dose
readings.

Hold down first three buttons and turn on power
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